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Effect of Ultrasound Radiation Force on the Choroid
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PURPOSE.While visualization of the retina and choroid has made
great progress, functional imaging techniques have been
lacking. Our aim was to utilize acoustic radiation force impulse
(ARFI) response to probe functional properties of these tissues.
METHODS. A single element 18-MHz ultrasound transducer was
focused upon the retina of the rabbit eye. The procedure was
performed with the eye proptosed and with the eye seated
normally in the orbit. The transducer was excited to emit ARFI
over a 10-ms period with a 25% duty cycle. Phase resolved
pulse/echo data were acquired before, during, and following
ARFI.
RESULTS. In the proptosed eye, ARFI exposure produced tissue
displacements ranging from 0 to 10 lm, and an immediate
increase in choroidal echo amplitude to over 6 dB, decaying to
baseline after about 1 second. In the normally seated eye,
ultrasound phase shifts consistent with flow were observed in
the choroid, but enhanced backscatter following ARFI rarely
occurred. ARFI-induced displacements of about 10 lm were
observed at the choroidal margins. Larger displacements
occurred within the choroid and in orbital tissues.
CONCLUSIONS.We hypothesize that elevated intraocular pressure
occurring during proptosis induced choroidal ischemia and
that acoustic radiation force produced a transient local
decompression and reperfusion. With the eye normally seated,
choroidal flow was observed and little alteration in backscatter
resulted from exposure. Clinical application of this technique
may provide new insights into diseases characterized by
altered choroidal hemodynamics, including maculopathies,
diabetic retinopathy, and glaucoma. (Invest Ophthalmol Vis
Sci. 2013;54:103–109) DOI:10.1167/iovs.12-10773
Imaging of the retina and choroid has seen enormousadvances, with optical coherence tomography (OCT) in
particular offering visualization and biometric analysis of
retinal layers for diagnosis and assessment of retinopathies
and glaucoma. While early time-domain OCT systems had
virtually no capability of seeing beyond the RPE, the improved
sensitivity conferred by spectral domain instrumentation,
including enhanced depth imaging,1 has allowed visualization
of the choroid and measurement of choroidal thickness.2–4
This capability has been further enhanced by use of OCT
wavelengths near 1050 nm, which provide improved penetra-
tion compared with the ~820 nm wavelength employed by
most commercial clinical instrumentation.5
Ultrasound has been used for over a half-century for imaging
the eye, and can readily penetrate the RPE to image the choroid
and deeper orbital tissues. Ultrasound axial resolution at 10
MHz, the most commonly employed frequency used in
ophthalmic imaging systems, is >150 lm: over an order of
magnitude poorer than that of OCT systems. Ultrasound
systems of 20 MHz for imaging the retina and choroid have
been introduced commercially, providing some improvement
(to about 75 lm axial resolution), but this is still modest in
comparison to OCT.
Ultrasound, however, has a property that OCT or other
optical systems lack: absorption of ultrasound energy by tissue
produces a compressive force. Since diagnostic ultrasound
systems utilize the shortest possible pulse duration to obtain
the best imaging resolution, radiation force produced by such
systems is negligible: a typical ophthalmic diagnostic ultra-
sound unit has a duty cycle (the fraction of time that the
transducer is emitting energy) of about 104. However, if the
transducer is excited continuously, significant force can be
exerted, resulting in tissue compression. This technique,
known as Acoustic Radiation Force Impulse (ARFI) imaging,6,7
may be utilized for characterization of tissue elastic properties
and is currently implemented in some commercial linear array
based (nonophthalmic) ultrasound systems (e.g., Acuson
S2000; Siemens, Mountain View, CA). ARFI permits the
noninvasive quantification of tissue elasticity in real-time
during ultrasound B-mode examination. Recent ARFI studies
include characterization of liver fibrosis,8,9 renal tumors,10 and
thyroid.11,12
In ARFI, diagnostic levels of acoustic radiation force are
used to remotely induce tissue displacements. The force
generated by an ultrasound beam results from transfer of
momentum from the beam to the tissue through absorption
and scattering. In soft tissues, where force is generated
primarily via absorption—and assuming linear, plane wave
propagation—F¼ 2I(a/c), where F (kg cm2 sec2) represents
the radiation force absorbed by the tissue; I (W cm2) is
temporal average ultrasound intensity at the tissue location of
interest; a (m1) is the absorption coefficient of the tissue at
the relevant ultrasound frequency; and c (m sec1) is the
longitudinal speed of sound in the tissue.6,13,14 At relatively
modest intensities, displacements on the order of tens of
microns may occur along the beam axis with negligible
increase in tissue temperature.
In this report, we describe the effect of ARFI on the
posterior of the rabbit eye in vivo.
METHODS
The experiments were performed in compliance with the ARVO
Statement for the Use of Animals in Ophthalmic and Vision Research
under a research protocol approved by Columbia University Medical
Center’s Institutional Animal Care and Use Committee.
The ultrasound transducer had a center frequency of 18 MHz, a 10-
mm aperture, and a 30-mm focal length. We characterized transducer
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output using a certified 40-lm needle hydrophone calibrated up to 60
MHz (Precision Acoustics, Ltd., Higher Bockhampton, Dorchester, UK).
Dutch belt rabbits were used in these studies. To image rabbits, we
first induced general anesthesia with intramuscular injection of
xylazine (5 mg/kg) and ketamine (35 mg/kg). In the first set of
experiments, the eye was gently proptosed and placed through a hole
in a latex membrane, forming a watertight seal and exposing the globe.
The membrane was secured to a ring stand to allow formation of a
normal saline water bath to provide an acoustic coupling medium
between the ultrasound transducer and the eye. We subsequently
performed a second set of experiments in which, after completing
examination of the proptosed eye, the globe was reseated normally in
the orbit and a 6/0 silk suture was attached to the temporal sclera near
the equator. The eyelids were then held open with a lid speculum and
hypromellose lubricant (GenTeal; Novartis Pharmaceuticals Corp., East
Hanover, NJ) was applied to the surface of the eye. We then pulled on
the thread to rotate the globe so as to expose the equator, and lowered
a water-filled polyethylene membrane onto the globe to provide an
acoustic coupling medium.
A total of 15 experimental procedures were performed on six eyes
of three rabbits. The effect of proptosis on intraocular pressure (IOP)
was determined in a separate series of 12 rabbit eyes. IOP
measurements were made using a veterinary tonometer (Tono-Pen
Avia Vet; Reichert Technologies, Depew, NY) during and after
proptosis.
The transducer was acoustically coupled to the eye by submerging
its surface in the water bath. The beam axis was oriented nearly normal
to the globe between the limbus and the equator, crossing the eye and
achieving focus on the posterior layers on the opposite side of the
globe. This nonaxial arrangement was utilized to avoid attenuation and
defocusing of the ultrasound beam by the lens, which is very large in
the rabbit (mean axial dimension of 7.9 mm15 versus about 4 mm in
humans) and possesses a high acoustic absorption coefficient, reported
by de Korte et al.16 to average about 1.5 dB cm1 MHz1, about triple
that of typical soft tissues.
The ultrasound excitation system consisted of a programmable
arbitrary waveform generator (Model WW1281A; Tabor Electronics, Tel
Hanan, Israel) whose output (set at 400 mV peak to peak) was
amplified by 55 dB by a broadband radiofrequency (RF) amplifier
(Model A150; Electronic Navigation Industries, Rochester, NY). The RF
signal was passed through a diode expander circuit and then to the
transducer to excite ultrasound emission. RF echo data returned
through the expander and a limiter (which constitute a protection
circuit, shielding sensitive downstream components from the high-
voltage excitation waveforms) and were then passed to a preamplifier
(Model AU1480; MITEQ, Inc., Hauppauge, NY) and to a digitizer
(Acqiris model DP310; Agilent Technologies, Monroe, NY). RF echo
data were acquired at a sample rate of 400 MHz at 12-bit precision.
The process for acquisition of ARFI data is illustrated schematically
in Figure 1. The transducer was excited by a series of 18-MHz
monocycles (duration¼ 56 ns) at a pulse repetition frequency (PRF) of
1 kHz to establish preexposure, baseline conditions and RF echo data
digitized. After 100 such ‘‘tracking’’ pulses, the transducer was excited
by a 250-ls long, 18-MHz tone burst (4500 contiguous cycles), which
constitutes an ARFI ‘‘push’’ pulse. Following this, nine additional 250-
ls tone bursts were interleaved between monocycles at a 1 kHz PRF (1-
ms period) over a total period of 10 ms. This interleaving of tone bursts
between tracking pulses allowed acquisition of pulse/echo data during
the dead time between tone bursts. (Had ARFI been performed without
such interruption, echoes produced by tone bursts would have
interfered with acquisition of pulse/echo data.) After the above
interleaved ARFI/monocycle excitation, the system reverted to mono-
cycle excitation at a 1 kHz PRF to track recovery.
Data were analyzed by measurement of shifts in acoustic phase
fronts in phase-resolved M-scans, which capture echo data along one
line of sight as a function of time. In our system, phase shifts could be
measured to minimal value of 2 lm, the spatial equivalent of each
digitized RF echo data sample, although upsampling (digital interpo-
lation) can provide subsample precision. Achievable precision,
however, is affected by factors such as electronic noise, jitter, and
phase decorrelation resulting from physical processes such as
respiration and the cardiac cycle.17 The maximum phase shift
determinable without aliasing is a half-wavelength, in this case
approximately 42 lm. ARFI-induced phase shifts depict axial tissue
displacements in response to compression by radiation force. Phase
shifts may also occur due to particle motion (i.e., blood flow). In this
case, the shift occurring over a known time interval allows
computation of axial particle velocity.
RESULTS
Hydrophone measurements in the focal plane of the ultrasound
beam showed a12-dB beam width of 350 lm. Peak negative
pressure was 3.2 megapascals. Derated spatial peak pulse
average intensity measured 6.0 Wcm2, with mechanical index
FIGURE 1. Schematic illustration of ultrasound emission pattern. With
the ultrasound beam fixed along one line of sight, single cycles of 18-
MHz center frequency are emitted at 1-ms intervals. After each pulse,
echo data from the posterior of the eye are received in under 0.05 ms.
After 100 such pulse/echo events have established baseline conditions,
a 0.25-ms long (4500 cycles), 18-MHz tone burst is emitted instead of a
monocycle. This produces significant radiation force and interferes
with echo data (since the tone burst is longer than pulse/echo transit
time), creating a marker indicating start of ARFI exposure. Nine
additional tone bursts interleaved between monocycles are then
emitted, generating radiation force, but leaving sufficient time after
each monocycle to receive echo data without interference. Subsequent
to this, the system returns to monocycles at 1-ms intervals, allowing
assessment of postexposure recovery. FIGURE 2. Effect of ARFI on a proptosed rabbit eye. (A) B-mode image
of the posterior of a proptosed rabbit eye. (B) Detail of phase-resolved
M-scan, demonstrating echo amplitude as a function of depth along a
single line of sight over time. The retina, R, is generally faintly reflective
compared with the choroid, C. The M-scan shows the response to a 10-
ms ARFI exposure, whose initiation is indicated by horizontal line at
time ¼ 0. The ARFI response consisted of a significant immediate
increase in echo amplitude from the choroid (large arrow).
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(MI) determined to be 0.102. For the case of ten 250-ls long
ARFI bursts over a period of 1 second, derated spatial peak
temporal average intensity measured 16.3 mW/cm2. These
values fall within FDA 510(k) standards for ophthalmic
diagnostic ultrasound.18 Under these conditions, the bioheat
equation indicates an expected local temperature rise of under
0.48C, assuming no blood flow and a typical tissue attenuation
coefficient of 0.5 dB/cm/MHz.19 (Perfusion would further
reduce the ARFI-induced temperature increase.) Axial resolu-
tion (inverse 12-dB bandwidth) provided by the transducer was
~130 lm. The focal depth-of-field was calculated to be ~5 mm.
Comparison of IOP before and after proptosis in 12 eyes
showed a mean IOP of 11.1 6 2.1 mm Hg in normally seated
eyes versus 30.9 6 6.5 mm Hg following proptosis.
Figure 2 includes a B-scan image and an M-scan that
captures the response of the posterior tissue layers to ARFI
exposure in a proptosed eye. The y-axis of the M-scan
represents time and the x-axis represents tissue depth, with
each horizontal image line showing echo data along a single
line of sight at 1-ms intervals. Qualitatively, we see an
immediate increase in backscatter following ARFI within an
approximately 150-lm thick layer that has low reflectivity
under pre-ARFI baseline conditions. This layer lies beneath a
faintly reflective superficial layer measuring approximately 125
lm in thickness. We interpret these as representing the retina
and choroid. A plot of choroidal backscatter amplitude as a
function of time is presented in Figure 3.
To investigate how this effect varied as a function of
position, we exposed the eye to three consecutive exposures
at 15-second intervals in a series of 10 positions linearly spaced
at 0.1-mm intervals. We measured mean echo amplitude within
the choroid relative to preexposure levels as a function of time
following ARFI. The standard deviation of echo amplitude as a
function of time between and within positions is plotted in
Figure 4. The results demonstrate very high reproducibility of
the effect from multiple exposures at one spot, but consider-
able variation from position to position, with some spots
showing a negligible increase in choroidal backscatter and
others exceeding 6 dB.
FIGURE 3. Plot of mean choroidal backscatter amplitude change relative to pre-ARFI level along one line of sight.
FIGURE 4. Plot of standard deviations within and between triplicate ARFI exposures at 10 sites linearly spaced at 0.1-mm intervals. The response to
ARFI was highly reproducible in multiple exposures for any single spot, but varied considerably between spatial positions.
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We examined the effect of reducing the intensity of the
ARFI beam by observing changes in choroidal backscatter at
one site as the excitation voltage was reduced in a series of 3-
dB steps. The results, summarized in the Table, show only a
small reduction in peak choroidal backscatter amplitude
increase with 3 to 6 dB of attenuation, but a more pronounced
drop with increasing attenuation. Similarly, the duration of the
ARFI-induced backscatter increase did not decrease until at
least 9 dB of attenuation was added.
We also doubled and halved the duration of ARFI. This
seemed to have almost no effect on the change in backscatter
amplitude, but did affect the duration of backscatter, with a 5-
ms exposure producing only half the duration of choroidal
backscatter increase as a 20-ms exposure.
Figure 5 shows B- and M-scans of the posterior of the
normally seated rabbit eye, demonstrating pulsatile flow in
orbital vessels. Figure 6 illustrates perfusion of the choroid.
The choroid, which in this case measures approximately 0.2
mm in thickness, shows diagonal phase contours resulting
from particle motion. From the slope of the phase lines, we can
estimate a flow velocity of approximately 1.3 mm/s. This is an
axial velocity, not taking into account the unknown angle of
the choroid to the beam axis. Pulsatile choroidal flow is not
observed.
Figure 7 shows the effect of ARFI exposure on two regions
of the choroid before, during, and after ARFI in a nonproptosed
eye. ARFI exposure typically generated tissue displacements on
the order of 10 lm at the margins of the choroid, with larger
displacements within the choroid. Displacements in the orbit
tended to be larger, about 15 lm, indicative of less stiffness
compared with the choroid. The increase in choroidal
backscatter observed in response to ARFI in the proptosed
eye was either absent or small (Fig. 7B).
FIGURE 6. M-scan of the choroid of a nonproptosed eye over a 750-ms
period. The diagonal orientation of the phase contours within the
choroid (white line) results from particle motion (blood flow) along
the beam axis. Flow is nonpulsatile and the slope of the phase contours
indicates a particle velocity of approximately 1.3 mm/s.









0 3.19 8.2 6 0.3 293 6 64
3 2.83 7.8 6 1.3 301 6 98
6 2.44 6.2 6 1.0 315 6 64
9 2.01 3.3 6 0.6 140 6 50
12 1.60 2.2 6 0.3 33 6 0
The ARFI intensity was examined by attenuating excitation voltage
in 3-dB steps, reducing acoustic pressure amplitude (in megapascals).
Each intensity condition was repeated three times at a single site in a
proptosed eye. The maximum change in choroidal backscatter
amplitude compared to preexposure and decay time to half of the
maximum intensity change were determined.
FIGURE 5. Effect of ARFI on a nonproptosed rabbit eye. (A) B-scan of nonproptosed eye. (B) The M-scan corresponding to the horizontal line in the
B-scan demonstrates pulsatile flow in orbital vessels, indicated by periodic backscatter amplitude increases. The pulse rate is approximately 200
cycles per minute.
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DISCUSSION
While various imaging modalities provide valuable insight into
the structure of the retina and choroid, functional imaging of
these tissues has been limited. Laser Doppler velocimetry20
and flowmetry,21 laser speckle imaging,22 and intrinsic optical
imaging23 have been used to image hemodynamic changes
associated with visual and physiological challenges, but
provide limited information in the depth axis. OCT imaging
of retinal and choroidal blood flow has also been demonstrat-
ed.24 High resolution magnetic resonance imaging (MRI) has
recently been used to demonstrate the distinct retinal and
choroidal circulations and their response to visual stimula-
tion.25 Functional MRI, however, has a temporal resolution on
the order of 10 seconds. Precision pneumotonometry,26
combined with detection of fundus pulsation amplitude using
laser interferometry,27 provides a means for estimating overall
ocular stiffness, but cannot distinguish the contribution of any
particular layer or position. While a recent study described use
of ultrasound to investigate the elastic properties of the retina
and choroid by measurement of thickness changes of these
layers with compression of the eye,28 this approach differs
fundamentally from the technique described here, since ARFI
detects the dynamic effects of transient compression rather
than the effects induced by static loading. The present study
describes means for remote and focused compression of the
posterior coats and their elastic and vascular response on a
millisecond time scale. ARFI’s ability to noninvasively probe
axially resolved tissue elastic properties at discrete locations is
unique.
The choroid is a highly vascular tissue with high flow rates.
This is especially true in the rabbit eye, which has limited
retinal vascularity, leaving the choroid responsible for retinal
oxygenation. Studies of the rabbit eye using laser Doppler
flowmetry have shown that autoregulation of choroidal blood
flow occurs in response to alteration of the perfusion gradient
(mean arterial minus intraocular pressure), but fails when
intraocular pressure exceeds 20 to 25 mm Hg.29 This is
consistent with our observations, where choroidal flow
appeared to be suppressed in proptosed eyes where intraoc-
ular pressure was approximately 30 mm Hg, but was present in
nonproptosed, normotensive eyes.
The aim of the experiments was to demonstrate the
feasibility of producing tissue displacements in the posterior
coats in response to ultrasound radiation force in vivo. The
magnitude of such displacements can provide information
regarding tissue elasticity, and thus offer unique information
regarding the retina and choroid. We found that displacements
on the order of 10 lm were readily produced at acoustic
power levels in the safe, diagnostic range. Most interesting and
unexpected, however, was the observation of the effect of
radiation force on the choroidal circulation under conditions of
FIGURE 7. Phase-resolved M-scans of the choroid before, during, and after ARFI exposure in a normally seated eye. ARFI initiation is indicated by the
horizontal line through the image. Flow within the choroid (small arrows) is detectable as phase shifts that are caused by blood cell particle
motion along the beam axis. During the 10-ms ARFI exposure, there is rapid motion of blood cells within the choroid. (A) A typical response to
ARFI: unlike the proptosed eye, no postexposure increase in backscatter is observed. (B) In this case, a small increase in backscatter occurs from
about 50 to 100 ms after ARFI exposure, but this effect was rarely observed.
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ischemia induced by elevated intraocular pressure. While
choroidal perfusion was readily seen in the normotensive eye,
this was absent at high intraocular pressure. A 10-ms exposure
to ultrasound radiation force resulted in an immediate increase
in choroidal ultrasound backscatter that faded to preexposure
levels in about 1 second. We interpret this as representing an
immediate and transient influx of blood. This effect was highly
reproducible at any given spatial position, but varied consid-
erably from point to point. This perhaps relates to the position
of the ultrasound beam in relation to larger venules and
arterioles. It is uncertain why the compressive force of the
ultrasound beam would increase rather than decrease choroi-
dal flow, but perhaps the relatively high absorption coefficient
of the sclera versus retina or choroid30 might cause an outward
movement of the scleral wall sufficient to transiently decom-
press the choroid and open it to blood inflow. Alternatively, it
is possible that acoustic radiation force compresses the choroid
like a sponge such that it transiently fills with blood when the
force is released.
We have shown that focused ultrasound radiation at
diagnostic intensities can cause displacements in the posterior
coats of the rabbit eye in vivo. We have further shown an
unexpected effect on choroidal hemodynamics, at least under
conditions of ischemia induced by elevated intraocular
pressure. These preliminary findings open many new possibil-
ities for investigation of the elastic and vascular properties of
the retina and choroid. For instance, the inner limiting
membrane of the retina mediates forces between the retina
and vitreous body, and thus its elastic properties may play a
role in the pathogenesis of various retinal disorders especially
during posterior vitreous detachment.31 It has also been
suggested that the absence of plastic deformability of the
choroid might be a contributing factor in the pathogenesis of
breaks in Bruch’s membrane in myopia.32 The elasticity of the
Bruch’s membrane/choroidal complex has been examined in
excised tissues, demonstrating an age-dependent increase in
rigidity, but no association with age-related macular degener-
ation.33 However, ex vivo conditions are quite different from
those encountered in vivo, where perfusion is present and
neovascular reorganization may affect retina/choroidal elastic
properties. ARFI might be also be useful in probing the elastic
properties of the lamina cribrosa, which plays a central role in
glaucoma pathogenesis.34,35
Although the results are preliminary, the variability in ARFI-
induced choroidal perfusion appears to be related to micro-
anatomy, since it is reproducible from exposure to exposure at
each position. Imaging the effect of ARFI-induced compression
in 2D images would be possible if ARFI were performed with
sufficient rapidity. While the single-element transducer used in
this study is not amenable for this purpose, array-based systems
utilizing electronic beamforming can do so, and this has been
most common approach in nonophthalmic ARFI applications.
The 15 to 20 MHz linear arrays now becoming available
commercially might provide sufficient resolution to make this
method feasible for assessment of the retina and choroid.
While the present study monitored displacements with the
same transducer used to generate radiation force, combination
of acoustic radiation force with OCT may be advantageous in
that the far higher resolution of OCT would allow visualization
of ultrasound-induced displacements within the retinal and
choroidal structural layers. Also, the anatomy of the human eye
is more amenable than that of the rabbit for ultrasound
exposure of the posterior coats due to its much smaller lens
and better exposure of the globe. This, plus the safe, diagnostic
levels of ultrasound used in these experiments, opens up the
possibility of clinical application in pathologies such as
maculopathies, diabetic retinopathy, glaucoma, and even
myopia.
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